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Measurement of ultralow losses in an optical interferometer
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Characterizations of low-loss mirrors by measurements of cavity-decay time and of cavity finesse are reported
hear 850 nm. The lowest observed mirror loss is 1.6 x 10-6 (transmission plus absorption and scatter), which
corresponds to a reflectivity of 0.9999984 and to a cavity finesse of 1.9 x 106.

High-reflectivity mirrors with small scatter and ab-
sorption losses are important for a wide range of ap-
plications in optical science. In recent years there
has been considerable progress both in the develop-
ment of high-quality superpolished substrates with
surface roughness at the angstrom level and in the
growth of extremely low-loss thin-film dielectric
coatings. Indeed, interferometers with total mirror
loss L (transmission plus scatter and absorption)
below 8 x 10-5 are commercially available, and cavi-
ties with losses of the order of 3 x 10- are routinely
employed in a research environment. Beyond this
current state of the art, we report in this Letter a
significant step toward mirrors with yet even lower
losses. In particular, from observations of cavity-
decay rate and of cavity finesse for a spherical-
mirror interferometer formed by superpolished
mirrors with specially fabricated dielectric coatings,
we find that the loss for an individual mirror is
L 1.6 x 106 and hence that the reflectivity is
R = 1 - L 0.9999984 near 850 nm. Further-
more reflectivities higher than 0.999996 are in-
ferred over the wavelength range from 830 to
880 nm. Measurements of the cavity reflection
properties suggest that the partitioning of loss be-
tween mirror transmission T and scatter and ab-
sorption loss A is such that T = 0.5 x 10-6 and
A = 1.1 x 10-6 for each mirror at 850 nm.

For our investigation, two different sets of mirror
substrates were employed. The first set was manu-
factured by General Optics with the substrates fab-
ricated from fused silica with one side flat and the
other side superpolished to a concave surface of
radius of curvature 173 mm. The central 2.5 mm
of each substrate was polished to provide a surface
sphericity of much better than A/10 and a surface
microroughness less than 0.1 nm.' The second set
of substrates was fabricated to similar specifica-
tions at PMS Electro-Optics from BK-7 glass into
a plano-concave form with a radius of curvature
of 1 m.

All mirror coatings for our research were pro-
duced by PMS Electro-Optics. An automated reac-
tive ion-beam sputtering process was used to deposit

a 41 quarter-wave Ta2O5/SiO 2 coating.2 The films
were sputtered from high-purity oxide targets in a
cryogenically pumped vacuum chamber that was
backfilled with partially ionized oxygen to achieve
stoichiometric films. Cleanliness and lack of point
defects were critical in achieving the targeted loss
levels (-1 x 10-6). All substrate cleaning proce-
dures and deposition parameters had been optimized
at PMS by using cavity decay measurements (with
an apparatus similar to the one described in this
Letter) and by employing a surface analysis system.3

As illustrated in Fig. 1, the instrumentation for
our measurements of cavity-decay time is relatively
simple.4 Mirrors Ml and M2 are mounted in a
clean environment into a sealed Teflon holder with
a separation d = (4.0 ± 0.2) mm between the mir-
rors. Small changes in the length of the resulting
(symmetric) spherical mirror cavity are made by
pushing on one of the substrates with a piezoelectric
transducer PZT to compress slightly the Teflon
spacer. The cavity is excited with light from a cw
Ti:sapphire (Ti:A1203) laser that is mode matched
with lens Li to the TEMoo transverse mode of the
resonator. Light transmitted by the cavity is im-
aged by lens L2 onto a circular aperture A with a
magnification of 5x and is detected by the photo-
multiplier tube D.

To record the decay time of the intracavity inten-
sity (the ring-down measurement), the length of the
cavity is slowly scanned with the piezoelectric
transducer until the resonance frequency of a TEMoo
longitudinal mode of the cavity begins to come into
resonance with the incident laser. At a preset
threshold, the detection of transmitted light by de-
tector D triggers the acousto-optic switch (AOS),
which after a delay of -300 ns turns off the incident
laser in approximately 45 ns. The subsequent decay
of the cavity output is recorded on a digital storage
oscilloscope. The time response of the system is
characterized operationally by using a relatively
low-finesse cavity in place of the cavity with super-
mirrors and by directly examining the light after
the AOS with no optical cavity.

A typical measurement of the cavity ring down
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Fig. 1. Diagram of the apparatus used for measurement
of cavity-decay time and finesse.
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Fig. 2. Transmitted power P, monitored with detector D
versus time t. The initial rise in Pt for t < 0 corresponds
to the filling of the cavity as the cavity length scans into
resonance. At t = 0, P, crosses a predetermined threshold
and the input laser is switched off by the AOS in Fig. 1.
The subsequent decay of the intracavity field is then ex-
hibited for t > 0. This curve is an average of 100 single
decays for an excitation wavelength of 852 nm.

after the incident laser has been switched off is
shown in Fig. 2, which is taken for two General
Optics substrates. As expected for a cavity for
which the round-trip time At -- 2d/c is much
smaller than the decay time a, the decay of the
transmitted power is approximately exponential,
with the time taken for the transmitted power to
decay to l/e of its initial value given by

1 At

2 L (1)

where the total loss per mirror is L = 1 - R, with R
the reflectivity of the mirrors (which are assumed
to be identical). Note that L is the sum of all losses
at each mirror and includes the (useful) transmis-
sion loss T as well as losses A as a result of scatter
and absorption (i.e., L = T + A). For the particu-
lar measurement of Fig. 2, the decay time r = 8.2 /ts,
so that the inferred mirror loss is L = 1.6 x 10-6.
Stated somewhat differently, since the quality fac-
tor Q for a resonator is defined as 2w times the ratio
of stored energy to energy dissipation per cycle, we
have Q = con, with the optical frequency w = 2vc/A
and X as the energy decay time as in Eq. (1). We
then have Q 1.8 x 1010 for our optical cavity of

length d = 4 mm. Data such as in Fig. 2 for the
TEMoo mode are largely independent of the diame-
ter of the aperture A over a range both smaller than
and larger than the waist in the image plane.

To characterize further the mirror performance,
we present in Fig. 3 the results of measurements
made as in Fig. 2 with wavelengths over the range
790 nm c A c 880 nm, with the tuning range deter-
mined by that of our laser. These data show that
the coatings have good performance over a reason-
ably broad bandwidth with reflectivities higher
than 0.999996 inferred over the range 830 nm s
A c 880 nm. With the exception of the point at
837 nm, all these data are for two General Optics
substrates with the setup of Fig. 1. The point at
837 nm is obtained in a separate experiment with a
semiconductor diode laser as the light source and a
cavity of length d' = 100 mm with PMS mirrors of
1-m radii. This measurement agrees relatively well
with the trend of the other data. The explanation
for the asymmetry evident in the figure is uncer-
tain, especially since it is considerably larger than
that expected from the calculated variation in
transmissivity for the dielectric stack. For mea-
sured transmission values T for A c 750 nm and
A 2 935 nm we infer that T should increase from a
minimum of 1.4 x 10-6 at 833 nm to a value of
2 x 106 at 812 and 855 nm.) The asymmetry is
also much larger than one might deduce from a A-4
dependence of Rayleigh scattering. Presumably
there is some yet-to-be-identified wavelength-
dependent absorption in the coating materials.
Clearly a more detailed investigation of the nature
of the loss mechanisms is warranted.

While our discussion thus far has centered on
measurements of the decay of the TEMoo mode of
the cavity, we have also investigated decay rates for
the TEM01 mode, which could be distinguished op-
erationally from other modes by imaging one of its
lobes onto the aperture of Fig. 1. While there is
considerable variability in these measurements, the
losses are typically 40% higher for this higher-order
transverse mode. This increase in loss may simply
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Fig. 3. Decay time r for intracavity power versus excita-
tion wavelength A. The right-hand scale gives the in-
ferred loss L = d/cz, with d = 4 mm as the cavity length.
The point at A = 837 nm was taken at PMS with a diode
laser as discussed in the text and is referenced only to the
scale for L.
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reflect some unimportant anomaly in the inhomoge-
neous distribution of defects on the mirror sub-
strate or coating or it may be fundamentally related
to the nature of the spatial distribution of the losses.
An investigation of these issues is continuing with
more systematic measurements of cavity decay times
taken at different positions over the aperture of the
mirrors for various spot sizes and transverse modes.

Beyond a characterization of the cavity properties
in terms of the loss L determined by way of decay
time, measurements such as those in Figs. 2 and 3
unfortunately shed little light on the question of the
partitioning of losses among the possibilities of
transmission, scatter, and absorption. Indeed, it is
important to note that the requirements for obtain-
ing high finesse are somewhat more stringent than
those for obtaining a long ring-down time, since a
high finesse dictates that the spatial coherence of
the intracavity field be maintained after repeated
reflections. On the other hand, a long cavity-decay
time requires only that energy be confined within
the cavity in a fashion that is less dependent on
small aberrations of the wave front. In particular,
it is possible to conceive of small-angle scattering
events that degrade the finesse but which leave light
confined within the cavity and hence able to con-
tribute to a long ring-down time. We have therefore
made additional measurements to determine the
cavity finesse of the interferometer. Because the
linewidth of the cavity with d = 4 mm is so narrow
(inferred to be approximately 20 kHz), we have
introduced a much shorter cavity of length d' =
130 ,um into the setup shown in Fig. 1 (an accurate
determination of the cavity length is made from ob-
servations of the transverse-mode spacing of the
cavity). While the ring-down measurements de-
scribed above are basically insensitive to fluctua-
tions of cavity length, this is of course not the case
for finesse measurements, so that some effort was
made to isolate the shorter cavity from acoustic
noise of the optical table and to damp mirror vibra-
tions in the frequency range above 1 kHz. With the
length of the isolated cavity held approximately con-
stant, the frequency of the incident laser is swept
with a fast linear ramp, with frequency calibration
provided relative to the saturated resonances in an
auxiliary cell of cesium vapor. A knowledge of the
linewidth &v of the cavity then yields the finesse
F = (c/2d'&), which for excitation near 852 nm
gives F = (1.9 ± 0.1) x 106 as determined from
8v = 600 kHz. This result is in good agreement
with the value of finesse inferred from the cavity

ring-down measurement, namely, F = r/L 2 x
106, which indicates that a single number L suffices
to specify both F and T.

As for the issue of the partitioning of the mirror
losses between T and A (transmission and absorp-
tion plus scatter, respectively), we have recorded the
reflection dip from the cavity, with Ro - (reflected
power on resonance)/(reflected power off reso-
nance). For excitation matched to the TEMoo trans-
verse mode we find that Ro = 0.45 ± 0.04, from
which we infer that T/A 0;45 ± 0.1, assuming
identical mirrors. Given that (A + T) = 1.6 x 10-6
as determined either from measurements of cavity
decay or from scan finesse, we thus find that
T = 0.5 x 10-6 [0.5 parts in 106 (ppm)] and A
1.1 x 10-6 (1.1 ppm).

In conclusion, we have reported characterizations
of low-loss mirrors by measurements of cavity-decay
time, of cavity finesse, and of peak reflection. The
lowest observed total loss (transmission plus absorp-
tion and scatter) was 1.6 ppm per mirror at 852 nm,
which corresponds to a mirror reflectivity of
0.9999984 and a cavity Q = 1.8 x 1010 for a 4-mm
cavity. Our measurements of finesse made by scan-
ning the frequency of an incident laser yield F =
2 x 106. Observations of cavity reflection indicate
that the mirror loss as a result of transmission is of
comparable magnitude to the loss from absorption
plus scatter. Mirrors such as these should have a
wide impact in a variety of applications ranging
from practical devices such as laser gyroscopes and
high-resolution optical spectrum analyzers to fun-
damental and novel experiments in quantum optics,
measurement science, and astrophysics.
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